In engineering and fundamental sciences, many important decisions are based on the results of quantitative measurements. When an observation result is stated, it is also required to determine the uncertainty associated with the observation. A measurement uncertainty analysis comprises of random and systematic components. Different from the random fluctuations, systematic uncertainties are resourced from the specifications, environmental conditions, calibration and other heuristic critical factors. This study assesses the systematic and random effects which create some uncertainty on a Schmidt Hammer (SH) rebound hardness test. In particular, as the certain probability terms, the systematic uncertainty component is focused and its volume has been appraised from a control framework. The importance of elemental uncertainty and coverage term are discussed from a statistical control perspective. In the same ground, the effective number of degrees of freedom is also evaluated. In this way, the importance of the fixed error sources has been appraised based on statistical control perspective. The use of an uncertainty term as a measurement parameter in testing-based decision making can provide some reliable and realistic information for engineering risk management and quality control.
INTRODUCTION
Rock mechanics is an applied branch of the material sciences. Rocks are natural substances whose processes of generation and history of alteration are complex and generally unknown. To provide some reliable measurements, precise and specific experimental approaches are devised in rock engineering. When investigating the fundamental properties of rocks, it is of utmost importance to reduce the extrinsic fluctuation of data and to increase the reproducibility of experimental measurements. With this design, the selection of suitable uniform rock specimens and the use of suitable devices for providing reliable experimental test measurements with high accuracy are essential for controlling the rock behaviours (Mogi, 2007) .
There are many test methods which can be used in laboratories to determine the hardness of engineering materials. A hardness value of rock or concrete is precisely related to the material heterogeneity (Amaral et al., 1999) . The Schmidt Hammer (SH) is a simple, non-destructive and inexpensive test used for this measurement purpose. As discussed in the ISRM (The International Society for Rock Mechanics) the suggested method (Aydin, 2009) , SH rebound hardness is one of the most frequently used indexes in rock mechanics for predicting the modulus of elasticity (E) and the uniaxial compressive strength (UCS) of rock both in laboratory conditions and in site. The SH is also used for predicting the walls and assessing the workability, excavability of rock formations by mechanical means (cutting and fragmentation processes in quarrying, drilling and tunnelling). Because the SH test is a reference test to determine some critical design parameters in rock engineering, accuracy and variability of the measurements gain critical importance.
To provide a fundamental or engineering science measurement, three main steps are followed: Understanding the source of uncertainty, appraising its extent, and suitably considering in data analysis, are fundamental stages for evaluating the global accuracy of physical laws and the degree of reliability of their technological applications (Fornasini, 2018) .
In measurement science, two main types of uncertainty are specified: random and systematic uncertainty. A random uncertainty depends on the heterogeneity, number of measurements and reading errors. Random error can be statistically modelled and estimated. In other respects, systematic uncertainty addresses an explicit tendency or regularity in the process of measurement. Systematic errors can be resourced from calibration, operator, environment and method. Although this type of uncertainty can also be predicted and adjusted, it may create some dramatic, constant impact on measurement outcome (Hibbert, 2007) .
Using uncertainty quantification in rock strength measurement can provide some novel statistical methodologies (Debese et al., 2012; Contreras et al., 2018) . In recent years, many studies have been presented in literature on combining measurement uncertainty methodology and experimental rock mechanics (Kuhinek et al., 2011; Tutmez, 2017) . In these works, the amount of uncertainties in rock testing parameters has been evaluated by general measurement uncertainty framework. In this study, together with the random uncertainty, dealing with the systematic uncertainties and providing some information for a potential control strategy is the main motivation of this study. As applied in a statistical control analysis, measurement uncertainty analysis has been mainly performed on the systematic uncertainties. By this way, the importance of the fixed error sources has been appraised based on statistical control perspective.
In the next section of this paper, the hardness measurement and uncertainty evaluation methodology will be introduced. After that, a case study will be given. In the last section a brief discussion and conclusion will be presented.
METHODOLOGY

Schmidt Hammer (SH) Rebound Hardness Test
The Schmidt Hammer test has been widely utilized for testing the quality of concrete and rocks. It has been increasingly employed worldwide due to its simplicity, rapidity, non-destructiveness and portability (Karakus & Tutmez, 2006) . As a portable device, the Schmidt rebound hammer can be used directly on a rock surface. By this device spring driven cylindrical hammer rebounds off the rock surface; the rebound distance is considered to be a measure of the rock quality (Hudson & Harrison, 1997) . The SH comprises of a springloaded piston which is released when the plunger is pressed against a surface such as rock or concrete. Figure 1 shows a general view of a SH test equipment. As described in the recent ISRM suggested method (Aydin, 2009) , the measurements can be used to identify the correlations between the SH rebound measurements (R) and the uniaxial compressive strength (UCS) and the modulus of elasticity (E). Therefore, together with the accuracy, variability and regularity of the measurements should be appraised.
Measurement Uncertainty Analysis
The statistical quality control (SQC) procedures can be established both ensuring process stability and obtaining data for use in the evaluation of measurement uncertainties. Measurement data cannot be regarded as true values of the quantity to be measured due to random (repeatability) and systematic errors. If we represent repeatability errors with ϵ and systematic errors with the β, an expression can be written for a measured value as follows (Shaw, 2017) : 
Where α represent the variations in the measured variable and x is accepted as a constant. In eq.
(2), fluctuations and repeatability error terms depend on the number of measurements. Therefore,
It should be noted that the term β (systematic error) is independent from N. Finally the combined uncertainty is expressed as follows (JCGM, 2008):
In eq. (3),
= and x s is the repeatability uncertainty. The expanded uncertainty is structured together with the coverage term as follows: , 
In eq (6), 1.
x s v N = − In many times, a systematic uncertainty evaluation contains making a best prediction based on expert judgment and all available information such as calibration and standard values. When a systematic effect in the measurement process has been stated and quantified, a quantity should be included in the measurement model for controlling or elimination.
CASE STUDY
Data Set and Outlier Identification
The applications were performed by a real data set derived from the Hacettepe University Rock Mechanics Laboratory (Ulusay et al., 2005) . The data set includes two different samples. 10 rebounds have been considered for the analyses. The applications have been particularly based on the evaluation of the systematic effect.
Both statistical quality control and measurement uncertainty analyses require determining the outliers in input data. The potential outliers in the experimental rock mechanics measurements can be resourced from different factors such as sampling, heterogeneous nature or manual evaluation. For this implementation, the modified "Thompson τ Method" has been employed (Shen & Yang, 2015) . An observation is considered to be an outlier in accordance with the following condition:
The rejection region, τ is derived from student-t distribution. S x denotes the standard deviation. If it is not satisfied, then the data point is not an outlier. As a result of the implementation, the relationship
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Systematic Uncertainty Components
The identification of the source of the systematic error can impact on its estimation and treatment. In this rock mechanics test, operator bias, resolution uncertainty and calibration uncertainty were considered as the systematic uncertainty sources. The suggested method is to calibrate the systematic errors by certain probabilities. This approach allows us to utilize some statistical properties to appraise the systematic effects. To denote these uncertainties, different type probability density functions have been adopted.
Figure 2: Uniform distribution for calibration error
The operator bias resourced from the user could be taken into consideration to be normally distributed error source (NASA, 2010) . For this systematic uncertainty, bias for operator can be stated using ±0.5 limits at 90% containment probability. Figure  3 illustrates this uncertainty component.
Figure 3: Normal distribution of operator error
By using the inverse normal distribution function 1 Φ − , the uncertainty is presented as follows:
where a denotes the limits and p value corresponds the confidence. Measurement bias can be calculated as follows:
( ) 1 0.5 0.304.
The connection between plunger and hammer is the critical part for the operation. The hammer is calibrated by calibrators with an accuracy of at least ±0.5. Because the values for this measurement close to center more likely than near the bounds, a triangle distribution as in Figure 4 can be fitted. 
The resolution uncertainty is an equipmentdependent uncertainty and it can be specified heuristically from the specifications of the digital hammer as 1 (±1) containment limit. The resolution uncertainty can be processed as a uniformly (i.e. rectangular) distribution error ( Figure 5 
Results and Discussion
To provide the effective number of degrees of freedom v, the expression given in Eq. (6) and Student's t table has been used. In the expression, the relative uncertainty of each error source was considered as 5%. As a result, the effective number of degrees of freedom was calculated as v=10. For a 95% confidence level, the coverage factor k was computed as
In practice, the value of k relies on some factors such as the number of data points and the confidence level P. In the conventional applications, the relative uncertainties of the systematic uncertainties are not known. If the degree of freedom is greater than about 10, the coverage factor will be close to 2. This trend is depicted in Figure 6 .
Figure 6: Functional relationship between coverage factor and DoF
For the Schmidt Hammer rebound measurements, control limits have been provided as 28.4 2.148. R = ± The relative uncertainty of the average SH measurement can be calculated the expanded uncertainty of FH divided by SH mean value as follows:
2.148 0.076.
RelativeUncertainty = =
Determination of an uncertainty interval using 95% confidence level and average value provides a plot to appraise the control limits. Figure 7 shows this plot. As seen in Figure 7 , the second and the third measurements are below the average level. In addition, the sixth measurement has been recorded on the bottom level. From the applications, random and systematic uncertainty components have been calculated as 0.462 and 0.467, respectively. Because the rock is a heterogeneous natural material, a big random (repeatability) uncertainty could be expected. However, the major component of the uncertainty has been recorded as a systematic uncertainty.
CONCLUSIONS
In the company with the random uncertainty, the systematic uncertainties have been quantified by probability distributions and, in order to establish a control strategy, some new information have been provided based on measurement uncertainty analysis. The study is mainly focused on the systematic effects and the importance of the fixed error sources has been explored based on statistical control perspective.
The systematic and random effects generate some uncertainty on a Schmidt Hammer (SH) rebound hardness test but they have been appraised. In particular, systematic uncertainties are quantified by measurement uncertainty analysis methodology. The applications showed that the effect of systematic errors on the final measurement value has notable contribution.
Based on this study, the contribution of the fixed error sources has been evaluated from a statistical control perspective. Use of the result of measurement uncertainty evaluation as a component in decision making can provide some reliable and realistic information for engineering risk management and quality control.
